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DEPAECtMENT OF HETAXI & HUMAN SERVICES Public Health Service 

Food and Drug Administration 
9200 Corporate Boulevard 
Roclwille MD 20850 

JAN - 7 2000 

Mr. Ian R. McCue 
McCue Corporation, Inc. 
Harbor Towers, Apt. #729 
5855 Midnight Pass Road 
Sarasota, FL 34242 

Re: P990016 
McCue CUBAClinical Ultrasonic Bone Sonometry System with CUBAPlUS+ V4.2.0 

Software 
Filed: March 8, 1999 
Amended: April 12, July 9 and 12, November 2, and December 3, 8, 13, and 

22, 1999 and January 5, 2000. 

Dear Mr. McCue: 

The Center for Devices and Radiological Health (CDRH) of the Food and Drug 
Administration (FDA) has completed its review of your premarket approval 
application (PMA) for the McCue CUBAClinical Ultrasonic Bone Sonometry System 
with CUBAPIUS' V4.2.0 Software. 

The intended use of the McCue CUBAClinical Ultrasonic Bone Sonometry 
System is to perform a quantitative ultrasound measurement of the 
calcaneus (heel bone), the results of which can be used in conjunction 
with other clinical risk factors as an aid for the diagnosis of 
osteoporosis and other medical conditions leading to reduced bone 
density and, ultimately, for the determination of fracture risk. 

The CUBAClinical measures two parameters, Broadband Ultrasound 
Attenuation (BUA in dB/MHz) which is used for the clinical measurement 
and Velocity of Sound (VOS in m/s) which is used for QA purposes only. 
The BUA output is expressed both as an absolute value and, with 
reference to the embedded Normative Data, as a T-Score, Z-Score, and the 
percent expected (age-matched). 

We are pleased to inform you that the PMA is approved subject to the 
conditions described below and in the "Conditions of Approval" (enclosed). 
You may begin commercial distribution of the device upon receipt of this 
letter. 

The sale, distribution, and use of this device are restricted to prescription 
use in accordance with 21 CFR 801.109 within the meaning of section 520 (e) of 
the Federal Food, Drug, and Cosmetic Act (the act) under the authority of 
section 515 (d) (1) (B) (110 of the act. FDA has also determined that to 
ensure the safe and effective use of the device that the device is further 
restricted within the meaning of section 520(e) under the authority of section 
515(d)(l)(B)(ii) insofar as the sale, distribution, and use must not violate 
sections 502(q) and (r) of the act. 

CDRH will notify the public of its decision to approve your PMA by making 
available a summary of the safety and effectiveness data upon which the 
approval is based. The information can be found on the FDA CDRH Internet 
HomePage located at http://www.fda.gov/cdrh/pmapage.html. Written requests 
for this information can also be made to the Dockets Management Branch, (HFA- 
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305) I Food and Drug Administration, 5630 Fishers Lane, Rm. 1061, Rockville, MD 
20852. The written request should include the PMA number or docket number. 
Within 30 days from the date that this information is placed on the Internet, 
any interested person may seek review of this decision by requesting an 
opportunity for administrative review, either through a hearing or review by 
an independent advisory committee, under section 515(g) of the Federal Food, 
Drug, and Cosmetic Act (the act). 

Failure to comply with the conditions of approval invalidates this approval 
order. Commercial distribution of a device that is not in compliance with 
these conditions is a violation of the act. 

You are reminded that, as soon as possible and before commercial distribution 
of your device, you must submit an amendment to this PMA submission with 
copies of all approved labeling in final printed form. As part of our 
reengineering effort, the Office of Device Evaluation is piloting a new 
process for review of final printed labeling, The labeling will not routinely 
be reviewed by FDA staff when PMA applicants include with their submission of 
the final printed labeling a cover letter stating that the final printed 
labeling is identical to the labeling approved in draft form. If the final 
printed labeling is not identical, any changes from the final draft labeling 
should be highlighted and explained in the amendment. Please see the CDRH 
Pilot for Review of Final,Printed Labeling document at 
http://www.fda.gov/cdrh/pmat/pilotpmat.html for further details. 

All required documents should be submitted in triplicate, unless otherwise 
specified, to the address below and should reference the above PMA number to 
facilitate processing. 

PMA Document Mail Center (HFZ-401) 
Center for Devices and Radiological Health 
Food and Drug Administration 
9200 Corporate Blvd. 
Rockville, Maryland 20850 - 

If you have any questions concerning this approval order, please contact Ewa 
Czerska at (301) 594-1212 x119. 

si~;&4z.f~ 

C"A T Daniel G. . . 
Acting Director 
Division of Reproductive, Abdominal, 

Ear, Nose, and Throat, and 
Radiology Devices 

Office of Device Evaluation 
Center for Devices and Radiological 

Health 

Enclosure 



Issued: 3-4-98 

CONDITIONS OF APPROVAL 

APPROVED LABELING. As soon as possible, and before commercial distribution of 
your device, submit three copies of an amendment to this PMA submission with 
copies of all approved labeling in final printed form to the PMA Document Mail 
Center (HFZ-401), Center for Devices and Radiological Health, Food and Drug 
Administration (FDA), 9200 Corporate Blvd., Rockville, Maryland 20850. 

ADVERTISEMENT. No advertisement or other descriptive printed material issued 
by the applicant or private label distributor with respect to this device 
shall recommend or imply that the device may be used for any use that is not 
included in the FDA approved labeling for the device. 
order has restricted the sale, 

If the FDA approval 
distribution and use of the device to 

prescription use in accordance with 21 CFR 801.109 and specified that this 
restriction is being imposed in accordance with the provisions of section 
520(e) of the act under the authority of section 515(d)(l)(B)(ii) of the act, 
all advertisements and other descriptive printed material issued by the 
applicant or distributor with respect to the device shall include a brief 
statement of the intended uses of the device and relevant warnings, 
precautions, side effects and contraindications. 

PREMARKET APPROVAL APPLICATION (PMA) SUPPLEMENT. Before making any change 
affecting the safety or effectiveness of the device, submit a PMA supplement 
for review and approval by FDA unless the change is of a type for which a 
"Special PMA Supplement-Changes Being Effected" is permitted under 21 CFR 
814.39(d) or an alternate submission is permitted in accordance with 21 CFR 
814,39(e). A PMA supplement or alternate submission shall comply with 
applicable requirements under 21 CFR 814.39 of the final rule for Premarket 
Approval of Medical Devices. 

All situations which require a PMA supplement cannot be briefly summarized, 
please consult the PMA regulation for further guidance. 
below is only for several key instances. 

The guidance provided 

A PMA supplement must be submitted when unanticipated adverse effects, 
increases in the incidence of anticipated adverse effects, or device failures 
necessitate a labeling, manufacturing, or device modification. 

A PMA supplement must be submitted if the device is to be modified and the 
modified device should be subjected to animal or laboratory or clinical 
testing designed to determine if the modified device remains safe and 
effective. 

A "Special PMA Supplement - Cianqes Being Effected" is limited to the 
labeling, quality control and manufacturing process changes specified under 21 
CFR 814.39(d)(2). It allows for the addition of, but not the replacement of 
previously approved, quality control specifications and test methods. These 
changes may be implemented before FDA approval upon acknowledgment by FDA that 
the submission is being processed as a "Special PMA Supplement - Changes Being 
Effected." This acknowledgment is in addition to that issued by the PMA 
Document Mail Center for all PMA supplements submitted. This procedure is not 
applicable to changes in device design, composition, specifications, 
circuitry, software or energy source. 
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Alternate submissions permitted under 21 CFR 814.39(e) apply to changes that 
otherwise require approval of a PMA supplement before implementation of the 
change and include the use of a 30-day PMA supplement or annual postapproval 
report. FDA must have previously indicated in an advisory opinion to the 
affected industry or in correspondence with the applicant that the alternate 
submission is permitted for the change. Before such can occur, FDA and the 
PMA applicant(s) involved must agree upon any needed testing protocol, test 
results, reporting format, 
submission to be used. 

information to be reported, and the alternate 

POSTAPPROVAL REPORTS. Continued approval of this PMA is contingent upon the 
submission of postapproval reports required under 21 CFR 814.84 at intervals 
of 1 year from the date of approval of the original PMA. Postapproval reports 
for supplements approved under the original PMA, if applicable, are to be 
included in the next and subsequent annual reports for the original PMA unless 
specified otherwise in the approval order for the PMA supplement. 
identified as 

Two copies 
"Annual Report" and bearing the applicable PMA reference number 

are to be submitted to the PMA Document Mail Center (HEZ-401), Center for 
Devices and Radiological Health, 
Blvd., Rockville, Maryland 

Food and Drug Administration, 9200 Corporate 
20850. The postapproval report shall indicate the 

beginning and ending date of the period covered by the report and shall 
include the following information required by 21 CFR 814.84: 

(1)Identification of changes described in 21 CFR 814.39(a) and changes 
required to be reported to FDA under 21 CFR 814.39(b). 

(2) Bibliography and summary of the following information not previously 
submitted as part of the PMA and that is known to or reasonably should 
be known to the applicant: 

(a)unpublished reports of data from any clinical investigations or 
nonclinical laboratory studies involving the device or related 
devices ("related" devices include devices which are the same or 
substantially similar to the applicant's device); and 

(b)reports in the scientific literature concerning the device. 

If, after reviewing the bibliography and summary, FDA concludes that agency 
review of one or more of the above reports is required, the applicant shall 
submit two copies of each identified report when so notified by FDA. 

ADVERSE REACTION AND DEVICE DEFECT REPORTING, As provided by 21 CFR 
814.82(a) (9), FDA has determined that in order to provide continued reasonable 
assurance of the safety and effectiveness of the device, the applicant shall 
submit 3 copies of a written report identified, as applicable, as an "Adverse 
Reaction Report" or "Device Defect Report" to the PMA Document Mail Center 
(HFZ-401), Center for Devices and Radiological Health, Food and Drug 

Administration, 9200 Corporate Blvd., Rockville, Maryland 20850 within 10 
days after the applicant receives or has knowledge of information concerning: 

(l)A mix-up of the device or its labeling with another article. 

(2)Any ,adverse reaction, side effect, injury, toxicity, or sensitivity 
reaction that is attributable to the device and 

(a)has not been addressed by the device's labeling or 
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(b)has been addressed by the device's labeling, but is occurring 
with unexpected severity or frequency. 

(3)Any significant chemical, physical or other change or deterioration 
in the device or any failure of the device to meet the specifications 
established in the approved PMA that could not cause or contribute to 
death or serious injury but are not correctable by adjustments or other 
maintenance procedures described in the approved labeling. The report 
shall include a discussion of the applicant's assessment of the change, 
deterioration or failure and any proposed or implemented corrective 
action by the applicant. When such events are correctable by 
adjustments or other maintenance procedures described in the approved 
labeling, all such events known to the applicant shall be included in 
the Annual Report described under "Postapproval Reports" above unless 
specified otherwise in the conditions of approval to this PMA. This 
postapproval report shall appropriately categorize these events and 
include the number of reported and otherwise known instances of each 
category during the reporting period. Additional information regarding 
the events discussed above shall be submitted by the applicant when 
determined by FDA to be necessary to provide continued reasonable 
assurance of the safety and effectiveness of the device for its intended 
use. 

REPORTING UNDER THE MEDICAL DEVICE REPORTING (MDR) REGULATION. The Medical 
Device Reporting (MDR) Regulation became effective on December 13, 1984. This 
regulation was replaced by the reporting requirements of the Safe Medical 
Devices Act of 1990 which became effective July 31, 
manufacturers and importers of medical devices, 

1996 and requires that all 

devices, 
including in vitro diagnostic 

report to the FDA whenever they receive or otherwise become aware of 
information, from any source, that reasonably suggests that a device marketed 
by the manufacturer or importer: 

(1)May have caused or contributed to a death or serious injury; or ' 

(2)Has malfunctioned and such device or similar device marketed by the 
manufacturer or importer would be likely to cause or contribute to a 
death or serious injury if the malfunction were to recur. 

The same events subject to reporting under the MDR Regulation may also be 
subject to the above "Adverse Reaction and Device Defect Reporting" 
requirements in the "Conditions of Approval" for this PMA. FDA has determined 
that such duplicative reporting is unnecessary. Whenever an event involving a 
device is subject to reporting under both the MDR Regulation and the 
"Conditions of Approval" for a PMA, the manufacturer shall submit the 
appropriate reports required by the MDR Regulation within the time frames as 
identified in 21 CFR 803.10(c) using FDA Form 3500A, i.e., 30 days after 
becoming aware of a reportable death, serious injury, or malfunction as 
described in 21 CFR 803.50 and 21 CFR 803.52 and 5 days after becoming aware 
that a reportable MDR event requires remedial action to prevent an 
unreasonable risk of substantial harm to the public health. The manufacturer 
is responsible for submitting a baseline report on FDA Form 3417 for a device 
when the device model is first reported under 21 CFR 803.50. This baseline 
report is to include the PMA reference number. Any written report and its 
envelope is to be specifically identified, e.g., "Manufacturer Report," "5-Day 
Report,“ "Baseline Report," etc. 
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Any written report is to be submitted to: 

Food and Drug Administration 
Center for Devices and Radiological Health 
Medical Device Reporting 
PO Box 3002 
Rockville, Maryland 20847-3002 

Copies of the MDR Regulation (FOD # 336&1336)and FDA publications entitled " 
Overview of the Medical Device Reporting Regulation" (FOD # 509) and 
Device Reporting for Manufacturers" "Medica 

Home Page. 
(FOD #987) are available on the CDRH WWW 

They are also available through CDRH's Fact-On-Demand (F-O-D) at 
800-899-0381. Written requests for information can be made by sending a 
facsimile to CDRH's Division of Sm=, 
443-8818. 

1 Yanufacturers Assistance (DSMA) at 301 
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SUMMARY OF SAFETY AND 
.EFFECTIVENESS DATA (SSED) 



I. 

SUMMARY OF SAFETY AND EFFECTIVENESS 

INFORMATION 

II. 

GENERAL INFORMATION ,. -.. 

Device Generic Name(s): Ultrasonic Bone Sonometer 

Device Trade Name: McCue CUBAClinical Uhrasonic Bone 
Sonometry System with CUBAplus+ V4.1 .O 
Software 

Applicant Name and Address: McCue Corporation, Inc. 
Harbor Towers, Apt.729 
5855 Midnight Pass Road 

’ I S&asota, FL 34242 

Premarket Approval Application Number: P9900 16 

Date of Panel Recommendation: N/A 

Date of Notice of Approval to the Applicant: January 7,200O 

INDICATIONS FOR USE 

The intended use of the McCue CUdAClinical Ultrasonic Bone Sonometry 
System is to perform a quantitative ultrasound measurement of the calcaneus (heel 
bone), the results of which can be used in conjunction with other clinical risk 
factors as an aid for the diagnosis of osteoporosis and other medical conditions 
leading to reduced bone density and, ultimately, for the determination of fracture 
risk. 

The CUBAClinical measures two.parameters, Broadband Ultrasound Attenuation 
(BUA in dB/MHz) which is used for the clinical measurement and Velocity of 
Sound (VOS in m/s) which is used for QA purposes only. The BUA output is 
expressed both as an absolute value and, with reference to the embedded 
Normative Data, as a T-Score, Z-Score, and the.percent expected (age-matched). 



( III. 

IV. WARNINGS AND PRECAUTIONS 

v. 

CONTRAINDICATIONS . 

There are no known contraindications associated with the use of the McCue 
CUBAClinical system. 

See labeling for warnings and precautions. 

DEVICE DE&RIPTION 

The McCue CUBAClinical Ultrasonic Bone Sonometry System performs 
quantitative ultrasound measurement of the calcaneus by passing non-audible, 
high frequency sound waves through the heel. The System is small, lightweight 
(10 Kg), &nd portable. It plugs into a standard power outlet. Ultrasound 
measurements are performed tit& the patient seated, and the foot positioned and 
secured. Use of Foot Positioning Inserts is determined by patient foot size. 

: . . 8 .: . . 

After the patient’s foot is secured, using Velcro@ straps, and coupling gel is. 
applied, a pair of-silicone elastomer covered transducer heads is brought into 
contact with opposite sides of the patient’s heel. One transducer transmits the 
sound wave and the other, on the opposite side of the patient’s heel, receives the 
sound wave. The results are then analyzed and displayed on the screen of the 
computer. The ultrasound power levels used by the CUBAClinical are lower than 
the limits for standard imaging ultrasound devices set forth in the 1997 FDA 
Guidance Document, “Information for Manufacturers Seeking Marketing 
Clearance of Diagnostic Ultrasound Systems and Transducers”. 

. . . . I - ,i.+ ‘. 

A. System Componcinti 

The McCue CUBAClinical Ultrasonic Bone Sonometry System consists 
of the following components: CUBAClinical Unit with carrying case, the 
serial cable, the power cable, the hybrid phantom f&r routine quality 
assurance testing (in its own carrying case), the User Manual, a set of Foot 
Positioning Inserts, the CUBAN hs+ V4.1 .O software on one 3.5” diskette 
(1.44 MB diskette), and ultr&und coupling gel. Additional equipment 

.- 
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necessary for operation includes a user-supplied desktop or portable 
computer (PC) with display and printer. 

B. System Operation ’ 

The McCue CUBAClini&, is controlled by push buttons on the unit and 
by a user-stipplied PC. : @erator instructions and results are’displayed on 
the screen of the PC. A hard ckpy printout of measurement results can be 
obtained using the use&upplied printer. The printout reports the subject’s 
BUA, T-Score; Z-Score, and as a percentage expected (age matched) 
(%exp). In addition, the printout displays the subject’s results graphically. 
Additional infoknation entered in the patient record is the patient 

identification information and demographic information (age, sex, etc.). 

For measurement, the operator applies ultrasound coupling gel to the 
subject’s heel. The subject then places the designated foot into the 
footwell. Labels inside the footwell indicate if and which size Foot 
Positioning insert should be used. Once the foot is positioned, the 
operator secures t&k calf intd position with the Velcro@ straps and 
activates the transducersby ,pushing a button. Following a settling period 
of 30 seconds, the CUBAClinical takes a minimum of three .separate 
readings of BUA and providing that they are, within a defined tolerance, 
the mean value is calculated and reported as the result. Results are 
displayed on the PC screen, retained on hard disk, and are available for 
printing. 

The McCue CUBAClinical is provided non-sterile and is not intended to 
be sterilized. The User Manual provides instructions for post-use . . _ 
decontamination. The System is indicated for use with intact skin only. 
Low level disinfe&ion using”hospita1-grade solutions is recommended. 

_. . . . 

C. Principles of Operation 

For ultrasonic measurementsof the calcaneus, the CUBA&&al uses two 
ultrasound transducek: one as the transmitter, and one as the receiver. 
The measurement provided by the CUBAClinical, broadband ultrasound 
attenuation (BUA) is defined as the slope (dB/MHz) between attenuation 
(dB) and frequency, typically between 0.2 MHz and 0.6 MHz. 

. . . . . . 



VI. 

VII. 

VIII. 

VOS (velocity of sound, in m/s) is used’in the QA test with the Phantom. 
For calculation of VOS, a linear transducer measures, the distance between 
the two-ultrasound transducers. Transit time is calculated from the point 
soume of the ultrasound signal to the leading edge of its detection with 
adjustment for the transit .time through the transducer face- plates and the 
silicone pads. . 

_.. 
‘>. . CT”< 

ALTERNATIVE PRACTICiS AND PROCEDURES 

Traditional methods for assessing bone quality use x-rays to estimate bone 
mineral density (BMD) and expose the patient and operator to iomzing radiation. 
These methodologies include single energy X-ray absorptiometry (WA), dual 
energy X-ray absorptiometry (DEXA or DXA), quantitative computed 
tomography (QCT), single photon absorptiometry (SPA), and dual photon 
absorptiometry @PA). Of these techniques, SXA, DXA, and SPA have been 
used specifically for the e&m&n of BMD of the calcaneus. 

Of the traditional X-ray based methods for assessing bone density, the dual energy . . . - 
X-ray absorptiometry @XA) and’sihgie energy X-ray absorptiometry (SXA) 
techniques are the most widely used. These established techniques estimate BMD 
at a variety of anatomical sites, including the heel, by measuring the attenuation of 
X-rays due to passing through the bone. 

FDA has recently approved several quantitative ultrasound devices, which 
measure BUA and VOS for the assessment of bone quality for osteoporosis and 
determination of fracture risk. 

. . . - 

MARKETING HISTO&Y 4 ;. . . . .>.: 
” I,’ 

CUBAClinical Systems have been sold in 2 1 countries, including the United 
Kingdom, Ireland, Australia, Argentina, Japan Korea, Taiwan, Singapore, New 
Zealand, Italy, Spain, Switzerland, Holland, Sweden, Greece, Turkey, the Czech 
Republic, Iceland, Hong Kong, Syria, and Austria. No McCue CUBAClinical 
System has been withdrawn from the market for any reason related to safety and 
effectiveness. 

. ’ ‘. ,- 

POTENTIAL ADVERSE EFFECTS ON HEALTH 

There are no known potent‘ial adverse effects of this device on health. The McCue 
CUBAClinical uses ultrasound power levels Iower than standard ultrasound 
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imaging devices, which are widely used and accepted. 
kind have been reported.. 

No adverse events of any 
. . - _ 

IX. SUMMARY OF NOti-CL&CAL STUDlES 
:, . s : . I. , 

The McCue CUBAClini~ is~.no&ri&al, reusable medical device with contact 
to intact patient skin for approximately two minutes per measurement. Areas of 
patient risk associated with system operation were evaluated in non-clinical 
studies. 

A. 

B. 

c. 

D. 

Electrical Safety 

The CUBAClinical is in compliance with EN60601-1 Medical Electrical 
Equipment: General I+quirementa for Safety. 

..;-. ‘ 

EIectromagnetic ‘compatibility , ;;;.. \ * . __ i 

The CUBAClinical complies with IEC 6060 l-1-2 (1993) and FCC Part 15 
Subpart B, Class A (1996) for electromagnetic compatibility. 

Software 

Software verification tests used for the CUBAClinical were submitted by 
McCue PLC. A hazards a.n@y$s indicated that all software and hardware 
patient and user cork~rns ‘were adequately addressed. Verification, 
validation, and unit testing demonstrate that the device operates in a -::. 
manner describedin the S&em Specification. .‘;,. . 

Acoustic Output 

McCue PLC provided testing to demonstrate the acoustic output of the 
CUBAClinical transducers. Intensities are within the limits specified in 
CDRH Guidance, “Information for Manufacturers seeking Marketing 
CIearance of Diagnostic Ultrasound Systems and Transducers” (1997). 
Global Maximum Value of MI (mechanical index) = 0.27&17%), I,, 
=5.3(*31%) pW/cm*, aii~ fippa3 = 1.9(*32%$ W/cm*. 

. . .:. 
:e. , . . ,.,._’ . 
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E. BioiogicaVSteriIity 
. 

The materials used for $one pads covering the ends of the transducers 
are medical grade silicones for which FDA has Master Files. McCue PLC 
has submitted autlio&a~on from the manufacturer to reference these files. 

. ..‘..?. . * 

The material for the Calf Plate Support and Foot Positioning&erts, 
acrylic-capped ABS plastic, was tested for toxicity (in vitro and in vivo). 
The in vivo sensitization study of the material used for the CUBAClinical 
case and external parts (acrylic capped ABS plastic) suggests that this 
material may be a potential sensitizer. The CUBAClinical is intended for 
u&in patients with intact skin and without evidence of skin irritation. The 
acute cutaneous irritation t&t, which most closely replicates clinicat 
conditions of use, showed no evidence of irritation after four hours of . . 
exposure over freshly shaved skin. 

..- ;. .I . . ’ : . ‘; 

F. Evaluation of Design Variation 

To demonstrate that the CUE3AClinical intended for marketing in the U.S. 
is equivalent to the design that was used for the collection of clinical data, 
a side-by-side comparison was conducted using the Hybrid Phantom. The 
coefficient of variation (CV%) for the proposed device was 0.626 for BUA 
and 0.2458 for VOS. CV% spec&ications for BUA and VOS are 1% and 
0.5% respectively. The CV% values for BUA and VOS for the previous 
model were 1.7467&rd 0.1836 respectively. : .I ‘. ..’ __ 

x. SUMMARY OF CLINICAL STUDIES 

A. Introduction 

Clinical studies of the McCue CUBAClinical were submitted in support of the 
PMA to: 

(1) support the safety, effectiveness, and clinical utility of the McCue 
CUBAClinical. Results f?om five studies performed at six international 
clinica sites involving -1343 subjects were provided to demonstrate that 
the CUBAClinical is safe, to compare CUBACLinical BUA results to bone 
mineral density resuhs obtained at the calcaneus, femoral neck, and spine, 
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(2) 
(3) 
(4) 

B. 

and to assess the ability of the’CLJBAClinical BUA to predict risk of 
osteoporotic fractures in the elderly. 
demonstrate the precision of the CUBAClinical 
describe the referenccpopulation used by the CUBAClinical 
demonstrate that.the p&$or&nce of the proposed device model is 
equivalent to .tbat oftbe model’&& in the clinical studies 

Safety, Effectiveness, and Clinical Utility 

Five studies performed at six sites in the U.S. and Europe were used to 
support the safety, effectiveness, and clinical utility of the McCue 
CUBAClinical. . - ‘. 

Table 1. Summary of Clinical Studies, . 

Beth Israel Deaconess Medical Center 

Vrije Unviersiteit, Amsterdam, 
Netherlands 

S. M. F. P‘luijm 
W. C. Graafmans 
L. M. Bouter 
P. Lips 

583 femaIes Study B 
132 males 

Centre for Metabolic Bone Disease. . ?;,A$ Langton 105 females 
I 

Study C 
Huli Royal Infirmary, Hull, UK ,.‘. 

University of Aberdeen, UK d. ‘M. ‘Reid 
A. Stewart 

246 females Study D 

1 I8 females Study E 

Objectives of the studies included an assessment of the performance of the 
CUBAClinical, and a comparison of its performance to bone mineral 
densitometry systems. The, studies were designed to assess the following: 

(1) the relationship of CUBAClin,ical BUA to specific patient characteristics, such I 
as age and sex; 

(2) use of CUBAClinical BUA for Ijredicting fracture risk; 
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(3) the ability of CUBAClinical &JA d disc ’ nminate osteoporotic subjects from 
non-osteoporotic subjects, and subjects with fractures from non-fracture 
subjects; . a 

(4) the correlation of CuE;‘AClini&l BUA with results obtained using other 
ultrasound te@niques; an! ’ :. 

(5) the correlation of CUBACliical BUA results with results obtained using 
radiological methods. 

-.. 

STUDY A: Fosamax Protocol 349 

This study was conducted at two clinical sites in the United States to determine if 
measuring skeletal status at the c&net,& is a useful technique for diagnosis of 
osteoporosis. It was designed to evaluate precision, correlation, and 
discrimination ability of five’r;alca&al bone assessment instruments. 
enrolled a total of ’ -‘r ‘, .: : ‘, L’Ti -’ 

The study 

16 1 Caucasian women: 53 were “ydung normal” women between the ages of 20 
and 35 (mean age: 30.2); and 52 were ostcoporotic women with no history of 
fracture; and 56 were osteoporotic women without a history of fracture. The 108 
osteoporotic women were all between the age of 55 and 92 (mean age: 72.5). 
Subjects were considered to-be osteoporotic if they had a femoral neck or 
trochanter BMD T-Score of -2.5 or lower. CUBAClinical BUA measurements 
were performed on the subjects using the CUBAClinical as well as DEXA and 
SEXA of the calcaneus, hip, and spine. In addition, measurements were 
performed using three other calcaneal ultrasound devices, but these devices were 
not included in the analysis, presented in the PMA. Complete results for all 
devices tested are provideo in a report published by Greenspan, et al (1997). 

:, I __. 1. 

Femoral neck and trochanter BMD T-Scores using device-specific reference 
populations were used to qualify subjects for enrollment in the osteoporotic 
cohorts. T-Scores for all instruments for all other analyses were determined using 
the young normal subjects, thereby providing a common reference population. 

Pearson’s product moment correlation coefficients were determined for age and 
CUBAClinical BUA measurements and for the DEXA and SEXA devices. For 
all study subjects, the correlation between subject age and the instrument 
measurements ranged from-i0.677 (BMD calcaneus) to -0.836 (BMD femoral 
neck). The correlation coemcient for CUBAClinical BUA was approximately in 
the middle of this range at ~0.743. .. 
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The correlation of the CUBAC~inicql @UA T-Scores to the T-Scores for the BMD 
measurements wqs determin&d. P&son’s correlation coeff@ients for BUA versus 
each of the DEXA and SEX&devices ranged from 0.696 @WA versus DEXA of 
the trochanter) to 0.82 1 (BUA vers& DEXA of the calcaneus). Correlations 
among the different BMD measurements ranged from 0.729 (DEXA calcaneus 
versus DEXA femoral neck) to 0.908 (DEXA calcaneus versus SEXA calcaneus). 

T-Scores for fracture and non-fracture cohorts for CUBAClinical BUA 
measurements, DEXA measurements, and SEXA measurements at different 
anatomical sites are given in Table 2. For all of the devices studied, the mean 
T-Scores for the fracture groups were significantly lower than the mean T-Scores 
for the non-fracture groupsQ~O2). Duncan’s Multiple Range Test was used to 
compare the mean,T-Scorq for the CUBAClinical BUA and the SEXA and 
DEXA measurements foi%ill~osteo$orotic subjects. This test found that the mean 
T-Score for CUBAClinical B&Q&s fiat significantly different from the mean 
BMD T-Scores for DEXA calcaneus and DEXA trochanter. BMD T-Scores for 
DEXA femoral neck and SEXA calcaneus were also not significantly different. 

Table 2. Summary of T-Scores fo’r Study A Osteoporotic Subjects 

CUBAClinical BUA 
I.- 

SD ‘)$& 0.859 0.877 

OsteoAnalyzer (BMC) M&n 
,, 

-fiJg . -2.62 -2.32 

(SEXA calcaneus) SD 1.015 1.186 1.148 

QDR- 1500/2000 (BMD) Mean -1.76 -2.365 -2.05 

(DEXA calcaneus) SD 1.141 1.219 1.20& 

QDR- 1500/2000 (BMD) Mean -1.71 -2.13 -1.93 

(DEXA trochanter) SD 0.698 0.810 0.783 

QDR-1500/2000 (BMD) Mean -2.30 -2.54 -2.43 

I (DEXA femoral neck) SD . I 0.413 I 0.592 I 0.527 I 
. 

The ability of CUBACli&al BUA~‘~EXA calcaneus BMD, and SEXA calcaneus 
Bh4D to discriminate between &t&~o~otic and non-osteoporotic controls was 
assessed for T-Score thresholds of -2.5 and -2.0. For a T-Score threshold of -2.5, 

the proportion of subjects classified as osteoporotic &y CUBAClinical BUA was 
3 1 percent. This compares to 39 percent and 47 percent for DEXA calcaneus and 
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SEXA calcaneus, respective1~. For a T-Score threshold of -2.0, the number of 
subjects correcffy classi&%las ost&&orotic ranged fiom 53 to 69 percent, with 
CUBAClinical BUA at 58 per&if; .- * 

Receiver-Operator Characteristic (ROC) curves were generated to determine the 
ability of CUBAClinical BUA and DEXA and SEXA of the calcaneus to 
discriminate osteoporotic subjects from the young normal control group. In 
addition, ROCs and the areas under the ROC curves were generated to 
discriminate between osteoporotic subjects with fractures from those without 
fractures. The area under an ROC curve provides a figure of merit for comparing 
one curve to another. The AUCmust be greater than 0.5 if the diagnostic ability 
is better than chance. A sunimary. of the AUCs obtained for the three instruments 
isprotidedinTabIe3. ’ i I:+-?, ; 

. . , ., .i>.. . 

Table 3. Areas Under the ROC Curves for Study A 

. . . -.-I 

OsteoAnalyzer (SEXA calcaneus) 0.93 (0.89,0.97) 0.65 (0.55,0.75) 
QDR 1500/2000 (DEXA calcaneus) ’ ‘%I.90 (O-86,0.94) 0.62 (0.52,0.72) 
QDR 1500/2000 (DEXA trochante!) _ .. . ’ $93 (0.89,0.97) 0.65 (0.52,0.75) 
QDR 1500/2000 (DEXA femoral neck) ’ ‘0.98 (0.96, 1.00) 0.60 (0.48,0.72) 

To further compare the discriminatory ability of CUBAClinical BUA to the X-ray 
absorptiometry instruments, the sensitivity and specificity of each instrument was 
determined for T-Score thresholds of -1.5, -2.0, and -2.5. The results, 
summarized in Table 4, indicate that the sensitivity and specificity of 
CUBAClinical BUA is comparable to.that of SEXA of the calcaneus and DEXA 
of the calcaneus. 

: 

.I i :.-. . : _I(. . ‘. 
: ,.., 

. ..( : 
.I 
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Table 4. Comparis& of Sensi&i,& ai-4 ~pMM,y of 
Calcaneal Instruments in Study A. I * .‘:‘; ’ . 

-2.0 58% 96 % _ 

-2.5 31 % 100% 

QDR-I 500/2000 -1.5 69 % 92 % 

(DEXA calcaneus) -2.0 54 % 98 % 

-2.5 36% 98 % 

OsteoAnalyzer &‘;‘: ., . .‘T ! -77% 94 % 

(SEXA calcaneus) -2.0 -. &j 67 % 
f 

96% 
I 

STUDY B: 
$ 

Netherlands Study of Fracture Risk 

This prospective longitudinal study was conducted to determine the possible 
contribution of CUBAClinical BUA for assessing risk of osteoporotic fracture in 
the elderly. The study was conducted at the Institute of Research in Extramural 
Medicine Academic Hospital,’ Vrije University, Amsterdam, Netherlands. 

. 
Dr. S.M.F. Pluijm was the ~PrincipleIJnvestigator. A total of 710 Caucasian 
subjects between the ages of 70 and 99.Were enrolled in the study, of whom 578 
were women and 132 were men. Subjects were excluded if they were unable to 
give informed consent, had a history of calcaneal fracture, were confined to bed, 
or used a wheelchair. 

:.’ 

CUBAClinical measurements were performed at time of enrollment. Subjects 
were contacted every six months by telephone or self-administered mail 
questionnaire to determine if they had a fall or fracture during the previous month. 
Fractures were verified with the subject’s primary physician. During the time of 
the study, 168 subjects died and 5 ‘were lost to follow-up. The study accumulated 
1844 person-years of.fo&ti$p (median: 2.8 years, maximum: 3.7 years). 

. : a _ 

During the period of follow-up; 77 of the subjects (73 females and 4 males) 
sustained a total of 96 fractures (3 1 hip and 65 other non-spinal fractures). Table 
5 compares the baseline CUBAClinical BUA measurement for the 77 subjects 
with fractures and the subjects without fractures. The differences in BUA 

between the females with and without fracture were statistically significant. 
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Table 5. Summary of&keline CUl+&ical BUA Measurements 
by Fracture Status and sex for Study B 

Mean (SD) 51.27 (15.88) 56.92 (17.52) 
Male n--4 n=128 0.194 
Mean (SD) 66.81 (16.56) . 81.05 (21.57) 
Combined n=77 : x&31 4.001 
Mean (SD) 52.k (i-ii;;, :’ : ’ ‘ii.81 (20.80) 
Sign@ance level for paired t-test cqz@@ mean forjkacture versus non-fracture subjects. 

Relative hazard ratios were determined using Cox proportional hazard regression 
and are reported here with 9.5 percent confidence intervals. The relative hazard 
ratio of hip fracture, other non-spinal fractures, and any non-spinal fractures for 
one standard deviation decrease in CUBAClinical BUA is summarized by subject 
sex and for all subjects in Table 6 below. An increased relative hazard ratio is 
indicated by values greater than 1.0. As shown in Table 6, the relative hazard 
ratio for CUBAClinical BUA .is greater than 1 .O for hip fractures and any non- 
spinal fractures in female subjects. The lower 95% Cl is less than 1 .O for other 
non-spinal fractures, and for all no&pmal fracture endpoints in the male 
population. 

‘.‘<. * 

Table 6. ReIative Hazard Ratio of Hip, Other Non-Spinal, and Any Non-Spinal 
Fracture for CUBAClinical BUA for Study B 

Females BUA 2.27 , l.4!-3.66 ,, 1.29 0.96 - 1.73 I.52 1.17 - 1.97 , 

Males BUA 2.68 0.79 ,9;1)6:.-; : f: ‘, 2.71 0.24 - 30.71 2.68 0.79 - 9.06 . 

Overal 1 BUA 2.34 1.46 - 3.75 1.62 1.18 -2.22 1.83 139 - 2.42 

STUDY C: Centre for Metabolic Bone Disease, Hull Royal Infirmary, 
Hull, U.K. 
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This study was conducted by Ch&tiarih% Langton, Ph.D. to assess the usefulness 
of the McCue CUBAClinical to pm-screen subjects for bone,density 
measurements and to determine if assessment with the CUBAClinical was 
superior to presently used cliical referral criteria. Data collected in this study 
were analyzed to assess the diagnosticperformance of the CUBAClinical and how 
its performance compares to DEXA BMD. 

This was an open enrolhnent study of 106 Caucasian female subjects between the 
age of 60 and 69 (mean: 64 years) who were recruited from the general patient 
population of three local general practitioners. Subjects were excluded if they 
weighed more than 280 potinds, had bilateral foot deformity, and were 
participating in a research study for&other medical device or drug. One subject 
was excluded from analysis, leaving a total of 105 subjects. 

BMD measurements of the spine and femoral neck and CUBAClinical BUA 
measurements were performed on all subjects on the same day. BUA 
measurements were performed on both heels of all subjects. Analysis of the 
results found that differences in the mean BUA for the right and left heel was not 
significantly different. Therefore, the left heel results were used in the analysis for 
all subjects. 

.* . : 

Subjects were also evaluated to determine if they met one or more of five clinical 
referral criteria used for refer&gsubje&ts to BMD. Forty-seven of the 105 
subjects (45 percent) met one or more of the five general clinical referral criteria 
for BMD. The age, height, weight, CUBAClinical BUA measurements, spinal’ 
BMD and femoral neck BMD values of the 47 subjects meeting at least one of the 
clinical referral criteria was compared to that of the other 58 subjects who did not 
meet any of the clinical referral criteria. Differences in these parameters between 
the two groups were not statistically significant. 

. . 

The ability of CUBAClinical BUA to identify subjects that BMD classifies as 
normal, osteopenic, or osteoporotic was assessed. Each subject was classified as 
normal, osteopenic, or ostebporo&b5sed on the values for BMD spine and BMD 
femoral neck given in the op&&@&tructions for the Lunar DPX- 1. Table 7 
summarizes these classifications. 
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Table 7. Classification of #ixdy *& hh$& ’ 
Based on Femoral Neck Bh@ and Spine BMD 

Osteopenic 58 (55%) 36 (34%) 
Osteoporotic 13 (!2%) 20 (19%) 

Total 105 (1.00%) ‘; ” 105 (100%) 

: -e. ‘$t’. .L1 . . :, ;’ 

Thirteen of the 105 subjects w&e classified as osteoporotic by femoral neck 
BMD, and 20 subjects were classified as osteoporotic by spine BMD. Clinical 
referral criteria was positive on 4-of the 13 (3 1%) osteoporotics identified by 
femoral neck BMD, and 9 of the 20 osteoporotics (45 %) identified by spine 
BMD. 

i’ 
“\ 

Table 8 summarizes the CUBACli&al BUA T-Scores and Z-Scores for the three 
diagnostic classifications as +Ggned by femoral neck BMD, and Table 9 
summarizes the CUBAClii~l B,UA T-Scores and Z-Scores for the diagnostic 
classifications assigned &‘sbine BY@. In both tables, mean T-Scores and Z- 
Scores get progressively loGe~&5m-&e normal group to the osteoporotic group. 
The osteoporotic groups had mean BUA T-Scores of -2.15 regardless of whether 
femoral neck or spine BMD was used to classify subjects. The mean Z-Scores of 
the osteoporotics were also virtually identical (-0.67 and -0.69) for either 
classification. 

Table 8. Summary of Study C CUBAClinical BUA T-Scores and BUA &Scores by 
Diagnostic Group as defined by Femoral Neck BMD [Means (SD)] 

; : . 

Osteopenic (n=S8; 55%) 
Osteoporotic (n= 13; 12%) 

I 

-1.50 (0.75) -0.03 (0.75) 
-2.15 (1.13) ‘-0.67 (1.09) 
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Table 9. Summary of Study C CUBACIinicaI BUA T-Scores and BUA Z-Scores by 
Diagnostic Group as defined by Spine BMD [Mean (SD)] i 

.._ -. . 

ROC curves were generated for CUfiAClinical BUA, femoral neck BMD, and 
spine BMD, and areas under the ROC curves were determined. The areas under 
the curves are summarized in Table 10. 

Table 10. Areas under the ROC Curves for Discrimination of 
Osteoporotic from Non-Osteoporotic Subjects as defined by 
BlWD (FemorgI Neck and Spine) for Study C 

,- 

Sensitivity and specificity for CUBAClinical BUA discrimination of osteoporotic 
subjects from non-osteoporotic subjects were determined for T-Score thresholds 
of -2.5, -2.0, and -1.5. Classification of each subject as osteoporotic was based 
on the femoral neck or spine BMJI values, as summarized in Tables 8 and 9 
above. Table 11 summarizesthe sensitivity and specificity of BUA based on 
femoral neck or spine BMb’ &&i~ations. It also shows the number of subjects 
that were classified as osteoporot$.by .both BUA and BMD. At a T-Score of -2.0, 
CUBAClinical BUA has a sensitivity of about 60 percent, and a specificity of 
about 80 percent. For comparison, the sensitivity and specificity of clinical 
referral criteria was 3 1 percent and 53 percent, respectively, for osteoporosis as 
defined by femoral neck BMD, and 45 percent and 55 percent, respectively, for 
osteoporosis as defined by spine BMD. 



Table 11. Summary of CUBAClink BUA Sensitivity gnd Specificity for Study C 

I Sensitivity t 62% 

1 Specificity I 80 % _ I 82% 

-1.5 
I 

Number (%) Identified 
I 

8 (62 %) 
I 

15 (75 o/o 
by BUA as osteoporotic 

I Sensitivity 
I Specificity 

STUDY D: Univetiity of Ab;erteen 
‘.. ._. .-.- _ - s 

This study was conducted atthe’&&oporosis Research Unit at the University of 
Aberdeen, Foresterhill,’ U.K., by Doctors David M. Reid and Alison.Stewart. A 
total of 250 Caucasian women who had no history of osteoporotic fracture and 
who were referred for bone mineral density scans were enrolled in the study. Four 
subjects were missing critical data, and were excluded from the analysis. The age 
of the subjects ranged from 23 to 79 (mean 54), and 184 (75 percent) were post- 
menopausal. 

BMD of the hip and spine and CUBAClinical BUA were measured on each 
subject on the same .day. T-Scores for the CUBAClinical BUA were calculated, 
using the machine reference population. T-Scores for BMD were determined 4 
using a site-specific local refmence population. Table 12 summarizes the mean T- . 
Scores and Z-Scores for the CUBAClinical BUA and BMD measurements. 

Table 12. Summary of T-Scores and Z-Scores for Study D 

. ...16. 
. . . . 1.:. . 
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Pearson’s product moment correlation coefficients were generated for the ; . . . . _ ,, _ 2 - 1 ,: ‘A 
CUBAClinical BUA, BMD femom$ neck, and BMD spine measurements. 
CUBAClinical and the BMD nieasurements exhibited moderate correlations. The 
highest correlation (0.774) was found for femoral neck BMD to spine BMD. 
Other correlations ranged from 0.450 to 0.662. s 

. 

Subjects were categorized as osteoporotic, osteopenic, or normal according to the 
BMD T-Scores of the femoral neck and spine using established WHO criteria. 
Thirty-one subjects were classified~as osteoporotic by femoral neck BMD, and 73 
were classified as osteoporotic by spine BMD. The ability of CUBAClinical 
BUA to discriminate between osteoporotic and non-osteoporotic subjects was 
evaluated using BUA T-~core’thresholds of -2.5, -2.0, and -1.5. Table 13 
summarizes the CUBAClini&~B.U&TScores and Z-Scores for the diagnostic 
classifications assigned by femoral neck BMD. Also shown for comparison, are 
the spine BMD T-Scores and Z-Scores for the femoral neck BMD 
classifications. Likewise, Table 14 summarizes the T-Scores and Z-Scores for the 
diagnostic classifications assigned by spine BMD. In both tables, mean T-Scores 
and Z-Scores get progressively lower from the normal group to the osteoporotic 
group. 

Table 13. CUBACimicai BUA T-Scores and Z-Scores for Diagnostic Categories 
Defined by Femoral Neck BMD [Mefin.( for Study D 

.:. : . ..‘. . * 

Normal (n=98; 40%) -0.85 (0.95) 0.45 (0.93) -0.67 (1.32) 0.32 (1.07) 

Osteopenic (n=117; 48%) -1.53 (0.82) 0.04 (0.87) -2.12 (0.97) -0.46 (0.82) 

Osteoporotic (n=3 1; 12%) -2.37 (0.94) -0.46 (0.96) -3.26 (0.97) -I .05 (0.75) 

Table 14. CUBACIinical BUA T-Scores and Z-Scores for Diagnostic Categories 
.: . 

j.7 s. . ..!. 



Defined by Spine BMD [Mean (SD)] for Study D 

Normal (n=72; 29%) _ .-0.78 (0.92) r ’ ‘0:54 (0.88) 0.20 (0.94) Q;56 (0.97) 
Osteopenic (n=lOl; 41%) -1.35 (0.87) * . . 0.10 (0.92) - 1 A0 (0.77) -0.36 (0.74) 
Osteoporotic (n=73; 30%) -1.96 (ti.95). .: ‘+;19 (0.91) -2.20 (0.86) -0.83 (0.74) 

ROC curves were generated to evaluate the ability of CUBACliical BUA to 
discriminate between osteoporotic and.non-osteoporotic subjects’as classified by 
femoral neck BMD and spine BMD T-Scores. The areas under the ROC curves 
with 95 percent confidence intervals are provided in Table 15. 

Table 15. Areas under the ROC Cur&s for Discrimination of Osteoporotic 
from Non-Osteopqrotic Sykjqts as defined by BMB 
(Femoral Neck and Sp$eJ for :Stydy D 

. ‘- 

..,‘... 

Sensitivity and specificity for CUBAClinical BUA discrimination of osteoporotic 
subjects from non-osteoporouc subjectswere determined for T-Score thresholds 
of -2.5, -2.0, and -1.5. Classification.of each subject as osteoporotic was based on 
femoral neck or spine BMD T-S&es of -2.5 or less. Table 16 summarizes the 
sensitivity and specificity of BUA based on the resulting femoral neck or spine 
BMD classifications. It also shows the number of subjects that were classified as 
osteoporotic by both BUA and BMD. At a T-Score of -2.0, CUBAClinical BUA 
has a sensitivity of 61 percent, and a specificity of 81 percent when osteoporosis 
is defined by femoral neck BMD. When osteoporosis is defined by spine BMD, 
BUA has a sensitivity of 49 percent and a specificity of 87 percent. 

6.. %:. ’ 
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Table 16;. Summary of Sensitivity and Specificity 
for CUBACIinical BUA for Study D 

-2.5 

-2.0 

-1.5 

Number (%) Identified . . . . . . . ,<. 13 (42 %) 18 (25 %)- 
. _ . . 

Sensitivity .42 % 25 % --_ . . . 
Specificity : ‘92% 93 % 

Number (%) Identified 19 (61%) 36 (49 %) 

Sensitivity 61% 49 % 

Specificity 81.% 87% 

Number (%) Identified 25 (81%) 49(68 %) 

Sensitivity 81% 68 % 

Specificity -59% 63 % 

. . . . + 
STUDY E: University ofAber$een c I..._ (I I -- 

% ’ 
This study was also conducted at.$e c)&eoporosis Research Unit, University of 

( Aberdeen. The principle Investigator was Dr. Alison Stewart. This was an open 
enrollment study for Caucasian women who were referred to the Osteoporosis 
Research Unit for a DEXA scan of the spine and hip. Subjects were evaluated 
with two ultrasound devices, the CUBAClinical and the Lunar Achilles, and had 
BMD of the hip, spine, and heel measured. All measureqents were performed on 
the same day. : ._ 

A total of 13 8 Caucasian women subjects were enrolled. Twenty of the 13 8 
subjects were missing a kcy.measureme_nt and were excluded from this analysis. :. I 
The subjects ranged in age from 33,to 80 years (mean: 56 years), but 82 percent of .I. 
the subjects were between the ages of 50 to 59. Ninety-six subjects (82 percent) 
were post-menopausal. Table 17 summarizes the T-Scores and Z-Scores for 
CUBAClinical BUA, Lunar Achilles Stiffness Index, and BMD of the femoral 
neck, spine, and heel. 



Table 17. Summary of T-Scores and Z-scores [Mean (SD)] for.Study E 

Pearson’s product moment correlation coefficients were generated for 
CUBAClinical BUA, Lunar Achilles Stiffness Index, BMD femoral neck, BMD 
spine, and BMD heel measurements. CUBAClinical and the BMD measurements 
exhibited moderate correlations. The highest correlation was between 
CUBAClinical BUA and the Achilles Stiffness Index (0.801). Correlations 
between CUBAClinical and BMD measurements were moderate, ranging from 
0.420 to 0.646 and. were comparable to the correlations between the different 
BMD sites (.570 to .655), and the correlations between the Achilles Stiffness 
Index and BMD (0.575 to 0.762):” 

Subjects were categorized as osteoporotic, osteopenic, or normal according to the 
BMD T-Scores of the femoral neck and spine using established VO criteria. 
Eleven subjects were classified as ,osteoporotic by femoral neck BMD, and 24 
were classified as osteoporotic by spine BMD. The ability of CUBAClinical 
BUA to discriminate between the osteoporotic and non-osteoporotic subjects was 
evaluated using BUA T-Score thresholds of -2.5, -2.0, and -1 S. Table 18 
summarizes the CUBAClimcal’ BUA ‘P-Scores and Z-Scores for the diagnostic 
classifications assigned by femoral neckBMD. Also shown, for comparison, are 
the spine BMD T-Scores and ‘Z-&ores for the femoral neck BMD 
classifications. Likewise, Table l9’ summarizes the CUBAClinical BUA T-Scores 
and Z-Scores for the diagnostic classifications assigned by spine BMD. In both 
tables, mean T-Scores and Z-Scores get progressively lower from the normal 
group to the osteoporotic group. 

:*.“;~ _. * 
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Table 18. CUBAClinical BUA T-Scores and Z-Scores for Diagnostic Categories 
Defined by Femoral Neck BMD [Mean (SF)] for Study E .\ 

Osteopenic (n=28; 24% - 1.66(0.92) -0.48 (0.91, -1.55 (1.45) -0.09’(1.16) 

Osteoporotic (n=l 1; 9%) -2.60 (0.78) - 1.08 (0.66) -2.96 (1.73) -0.54 (1.28) 

Table 19. CUBAClinical BUA T-Scores ani Z-Scores for Diagnostic Categories 
Defined by Spine BIKD [Mean (SD)] for.Study E 

ROC curves were generated to evaluate the ability of the CUBAClinical to 
discriminate between osteoporotic and non-osteoporotic subjects as classified by 
femoral neck BMD and spine @IviD T-Scores. The areas under the ROC curves 
with 95 percent confidence inteti$s are provided in Table 20. The highest AUC 
(0.85) was for CUB&Clinid BU& :. 

:-. . ._-.’ i 
: ._ 

Table 20. Areas under the ROC Cuives for Dis’crimination of Osteoporotic from 
Non-Osteoporotic Subjects as defined by BMD (Femora! Neck and Spine) 
for Study E 

21 



Sensitivity and specificity for CUgAClinical BUA discrimination of osteoporotic 
subjects from non-osteoporotic subjects were determined for T-Score, thresholds 
of -2.5, -2.0, and -1,5. Classi&a?ion of each subject as osteoporotic was based on 
femoral neck or spine BI+D T-Scores of -2.5 or less. Table 21 summarizes the . 
sensitivity and specificity of BUA b&ed on the resulting femoral neck or spine 
BMD classifications. .It also shows the number of subjects that were classified as 
osteoporotic by both BUA and BMD. At a T-Score of -2.0, CUBAClinical BUA 

’ has a sensitivity of 64 percent, and a specificity of 78 percent when osteoporosis 
is defined by femoral neck BMD. Likewise, for a T-Score threshold of -2.0, when 
osteoporosis is defined by spine BMD, BUA has a sensitivity of 58 percent and a 
specificity of 82 percent. 

Table 21. Summary of Sensitivity and Speck& f’or CUBAClinical BUA 
for Study E - - 

-2.5 

-2.0 

-1.5 

Number of Subject (%) 6 (55%) 9 (38%) 

Sensitivity 55% 38% 

Specificity 92 % 94% 

Number (%) Identified 7 (64%) 14 (58%) 

Sensitivity . 64% 58% 

Specificity - 78% 82% 

Number (“70) Identified 10 (91%) 16 (67%) 
Sensitivity ( : ‘-- _ :“- ’ ‘: ’ 91% 67% 

Specificity .‘. .-’ “’ 60%. 61% 

C. Precision 

The precision of the CUBAClinical BUA has been reported in published 
clinical studies to be typically in the range of 2 to 4 percent. In 1996 
Arden, et al., performed duplicate CUBAClinical BUA measurements on 
30 subjects. Percent Cy in these BUA measurements was 2.5 percent. 
These results were confiriried by Bennell, et al (1998) who performed 
three sequential mek&ements~w’ith repositioning between each ..’ 
measurement in each subject; ‘Twenty normal, healthy subjects ranging in 
age from 25 to 56 years were enrolled in this study. The mean CV% was 
2.96 percent for BUA. In 1997, Greenspan, et al. reported CV% 
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measurements of 4.3 to 4:4 percent in a study which measured instrument, 
positioning; short teri$ a.rrd interobserver precision in four ultrasound 
devices. InterobG&ver precision was 7.58 percent in this study. The %CV 
for the other ultrasound devices in the study ranged from 2 percent to 9 
percent. Njeh, et al., (1997) reported CV% of 4.3 percent for 
CUBAClinical BUA in thirty elderly patients. Each patient was measured 
twice during one visit. Five other bone sonometers were also included in 
the study and had CV% ranging from I .9 percent to 6.4 percent for BUA. 
Pluijm, et al., (1999) recently reported results of a precision study in 20 
healthy volunteers. CV% for the CUBAClinical BUA in these 20 subjects 
was 3.4 percent. 

* . . 

McCue, PLC also ~$ondu~ted an in vivo clinical precision study as part of 
the validation of’&e ~U&@ni~al2.6. The purpose of the study was to 
compare the clinical pre&on of the CUBAClinical Mark 2.0 (the model 
used in the clinical studies) to the CUBAClinical Mark 2.6 (the model to 
be marketed inthe U.S.). In this study precision of BUA and VOS, 
expressed as the percent coefficient of variation (CV%), Was determined 
using two different operators who performed three separate measurements 
on fourteen subjects. The precision of the Mark 2.6 was found to be equal 
to, or better than, that of the Mark 2.0. 

D. Reference Population 
-. . .r 

Three clinical sites; two in the United Kingdom and one in Ireland, 
provided the reference’populati’bn data for the CUBAClinical software. 
Age dependent referenie ranges for Caucasian females were developed for 
the CUBAClinical using BUA results for 4358 females from ages 20 
through 80 who were evaluated at those clinical sites. The large number 
of subjects and geographic diversity minimizes the possibility of statistical 
or regional bias. The CUBAClinical uses the regression line and the 
pooled population standard deviation of the BUA measurements for this 
reference population for determining T-Scores and Z-Scores. 

. . . ,:. 

E. ComparabiIity pf Re&.i!)s obtained in the Clinical Studies 
with those Obtafned,$ith.-the Proposed Product . 

To evaluate potential differences between the CUBAClinical Mark 2 used 
for the clinical studies presented in the PMA and the proposed 
CUBAClinical Mark 2.6, McCue PLC conducted a study of 55 subjects 
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who were enroll~qat ‘three. different clinical sites. Measurements were 
performed by.tlll;ee;hii.~p~mto~ (one at each site) using the same 
Mark 2 and pjl&k 2~6 a&& tI;lrek sites. Results were analyzed using a 
Deming Regression. . 

Two regressions were run, onewith the Mark 2 CUBAClinical BUA 
measurement as the dependent variable, and the other with the Mark 2.6 
BUA measurement as the dependent variable. Estimates of the regression 
parameters are summarized in Table 22 below. 

Table 22. Estimates of the Deming Regression Parameters 

BUA (Mark 2N3.6) Old 1.09 (0.011) (1.071, 1.115) -5.24 (0.798) (-6.84, -3.64) 

BUA (Mark 2.6iV4.1) New 0.92 (0.009) (0.896,0.934) 4.79 (0.68i) (3.43,6.16) 

It is important to note that the threshold between osteopenia and 
osteoporosis and therefore the area of greatest importance, is at 
CUBAClinical T-Scores between -1.5 and -2. These T-Scores coincide 
with BUA values o<appro@nately 48 to 59 dB. As shown in the Deming 
regression, the t&o reg&&fi lines show the point of intersection (56.5, 
56.5) to be in that region’of interest. Thus, in the range of interest, 
differences between devices were minimal. 

The results of the Deming regression analysis comparing the Mark 2 and 
proposed Mark 2.6 for this study therefore show that despite minor 
differences between the BUA measurements of the two devices, the 
clinical impact of these differences is negligible. 

. *. ,’ . . ‘ . 
;” . . - .-: .’ c . . 

XI. CONCLUSIONS Dk.ii$l+OM THE STUDIES 
: 

A. Safety 

There were no adverse effects from the McCue CUBAClinical 
measurements reported in any of the studies involving a total of 5775 _ 
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subjects. This clinical experience, combined with the total worldwide 
experience with earlier versions of the CUBAClinical, demonstrates the 
safety of the CUBAClinical. 

B. Effectiveness 
/ -.. 

The studies in the PMA show that the McCue CUBAClinical measures 
bone quality in subjects at risk for osteoporosis in a manner similar to 
bone mineral density (by ionizing radiation). CUBAClinical BUA 
measurements can be used in conjunction with other clinical risk factors as 
an aid to the physician in the diagnosis of osteoporosis and medical 
conditions leading to reduced bone density, and ultimately in the 
determination of fracture risk. 

c. Risk/Benefit Analysis 

The McCue CUBAClinical is safe and effective as a clinical indicator of 
skeletal status with performance comparable to that of bone mineral 
density measurements. Skeletal status and relative risk of fracture can be 
evaluated without the need for exposure to the ionizing radiation produced 
by the BMD devices. The acoustic output of the device is lower than the 
levels used by medical ultrasound imaging systems, which are considered 
safe. Based on the clinical and non-clinical evidence provided, the benefits 
of the CUBAClinical outweigh the risks of illness or injury when used 
according to the CUBAClinical User Manual. 

XII. PANEL RECOMMENDATIONS N/A 

XIII. FDA DECISION ‘. ’ ‘. 

The applicant’s manufacturing facility was inspected on October 4-7, 1999 
and was found to be in compliance with the device Good Manufacturing 
Practice regulations. FDA issued an approval order on January 7,200O. 

XIV. APPROVAL SPECIFICATIONS 

Directions for use: See attached labeling. 

Conditions of Approval: CDRH approval of this PMA is subject to full 
compliance with the conditions described in the approval order. 
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The sale, distributibri, and&& -of this device are restricted to prescription 
use in accordance with -2 I’ ‘CFg 80 1.109 within the meaning of section 520 
(e) of the Federal Food, Drug, and Cosmetic Act (the act) under the 
authority of section 5 15(d){ l)(B)(ii) of the act. FDA has also determined 
that to ensure the safe and effective use of the device that the device is 
further restricted within the meaning of section 520(e) under the authority 
of section 5 15(d)( l)(B)( ii insofar as the sale, distribution, and use must ) 
not violate sections 502(q) and (r) of the act. _... 

Hazards to Health from Use of the Device: See Indications, 
Contraindications, Warnings, Precautions, and Adverse Events in the 
attached labeling. - : ‘. :. 
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t0 fntroc#u.c;tkm and B&Aground L _ 

The CUBAClinical is a p&r&d ‘dry’ Ultrasonic Bone Sonometry System. Sy pladng the ca~oaneus 
(heel bone) between two cfkatly contating Ultrasonic ~ransducew, rapid measureman&-& 
Broadband Uftrasonlc AttenW& (WA) are obtafned. The calcaneus is a bone site of proven 
sensitivity to osteoporotic change, 

This oha@ter provides act ovenrlew about ultmsound bone sonomehy end the ClJBAClinlcel, it 
includes Q discussion of ultrasound measurement, safety preoautlons, system components and 
product specifications. 

1.1 Device Descrlptlon 

The CtJBACllnfcal oonWs of the measurement unit, its power cord and computer 
connection card, foot pooItJoning inserts, and accessorbs. See se&ion ‘What is suppIled’, 
below, for a complete ffst of aW%sories. 

,. 

The CUBAClinical takes m ultrasound measurement through the patiertt’s heel. The patfent 
is seated with the foot accurately positioned into the footwel, using the cxprmd pos#lontng 
insert. Tha foot and lower p&l of the leg are secured using two Velcro@ straps. Ultrasound 
gel is applied to the fa.ce of the Silbna pads and to-the si+s of the heel to pmvlde acoustic 
coupling.- The sllk~ne pe?ts arw brought into contact wlth each side of the patient’s heel by 
meana of a motorized meohenism. W%~~dible sound waves are transmitted from one of the 
tcansducers through the heel and received by the other transducer, Quantitative parameters 
describing the attanuatlon In the heal are measured. 

Patient examination time 1s short, with a typical measurement time of 1 minute (including a 
settling period). 

I .2 Intended Use 1 Indications 

The intwded use af the CUBACMcal Ultrasonic Bone Sonometer is to ~&CJ~TI a 
quantitative ultrasound measurement of the cakaneus (heel bone), the resufts of which t8n 
be used In con]unction with other clinical risk factors as an aid for the diagnasis of 
osteoporosis and other ma&al conditions leading to reduced bone density end ~ltimataty in 
the detemtinf&cm of fracture risk. 

The CUBAClinioal meastryee, two parameters, Broadband Ultrasound Atienuetion (WA in 
&~/MHZ) which Is used for tie clinitil measurement and Vekcity of Sound (VcX, in m/s) 
which Is used for QA.purposes only. The BlJA output is expressed both as an absolute value 
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and, with refeferloa to the embedded NonnatIve Data, as a T-Score, a Z-Scam, and the 
percent expected (age!-matched). 

1.3 Contraindlcatbns 

There are no contralndi&Itions. 

1.4 Warnlnga 

The CUBAClinIcal should not be used on sublects with breached skin (abraded skin) or open 
sat-as in any area of the lower leg, ankle, or foot that cOmes in oontact with the Syktem. 
Doing so may Increase the risk of transmlsslon of infection between patlents. 

The CU8AClinicaJ rsquices proper cleaning and dislnfectlng proceclu~~s between each 
patient use. Ooirrg so oan help pmveint tnnsmission of InfactIon between patients. Refer to 
Sedlon 2.5 fof cleaning and dlslnfection instructions. 

Verify that ths operating voltage spes;ified on the fear panel of the System states 900 - 120 
V AC, SO - 60 Hz. 

Any electrical outlet to which the CUBAclInical is comleded MUST incorporate an effective 
earth (ER0UN.D) corrnection. 

Never use a damaged m&s cable or allow loose connecting wires, 

The CUE3AClinical System is & designed for use in &phSiVe Or oxygen-enriched 
etmosphems. 

All melntenance on the equipment must be performed by suitably qualifted and trained 
personnal. 

,It Is Important for all users of the CUBAClk?icel to note and act upon all precautions and 
warnings in this end any other document canterned with thia equipment particularly tith 
reference to the followlng : 

. 

I 
l The equipment must only be~connected to the ~orreot malns supply 
. US models. ale supplied with a ‘Hospital Wade’ mains supply cord set meating 

‘speclfloatlon UL4sS. This type of cord set must be used. Grounding rellabllity can 
only be aohieved when the equipment Is connected, ustng the afommentloned cord 
set, to a rerr;c)pta& labeled ‘kospital Grade”. 

. After apply@ ultrasound gxil to the patlent and transducers, users should cl&In the 
gel from their hands before tpuching the equipment or computer,. 

. Herzardous voltages are present within the unit. The mains supply must be Isolated 
before any maintenance woi?c is performed or the endosure removed, 

. The use of components. modulqs or any modifications not approved by McCue will 
invalldtite the waFrenty on the produd. 
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The CUBAClldcal Ia NOT desIgned to be USER serviceable: Other than for external 
cleaning, no regular maintenance ls raqulrad. 

Removal of the outer cas8 and any unauthodzed adjustment to the el8ctmnlos wlthln witI 
result In the need for the System to Da recallbratad by an authatized service agent. 

Contad your at&o&ad se&x agent for repair& Unauthorized repaim oi’~medJftcations wtll 
VOID all warmties. 

1.5 

1.6 Adverse Evlsant~ 

1.7 
. 

Precautions 

The CUBAClinical is not protected egalnst the ingress of liquids and should ba used only 
In a clean, dry envfmnment. 
Do not stoFe the CUBACIlnlcal near to a heat souma, wind& or alr condklonsr. 
Only the CUBAClintcal QA Phantom should De used to verify the cslibratlon of the 
CUBAClinloat System. 
The QA Phantom should ba stored claae to the CUBACflnlcal and under the same 
conditions. 
Never leave the %1A Phantom in the CUBAClf~nical f~atwe!l w&h the transducers In the 
closed position. 
CU8ACIinioal ultrasound goI is for external use only. 
Interfacing equipment (Computer, printer} used with the ~GUBACllnical must meet EC 
g50, or equivabnt safety standards. 

.:. 

Anlmal studf~ of tb matW’i@I userd for the CU#AClinical case and external parts (acrylic- 
coated AB$ pla&ic) aug$& that this matertal may be a potential sensitizer. 

There are no knonm potentially adverse effects fmm the CUBACllnlcaI on heaith. Since the 

lauuch of the CUBACllnt~al In June lgg2 QVW 500 Systems have been sold world-*da 
(except North Ameflca) and ma.ny tans of thousands of maasuraments have been 
performed. No adverse events of any kind have been reported. 

Five studies parftikd at six sitea in the United States and Europe wars conducted to’ 
a$$ess the .safaty, affectlWness, and dinical utlltty of the MuCue CUE3ACllnkal. Study A 
evaluated the CUBAGtk&x!4 and four dher ealcansal bone aa$e$$ment instruments for 
pm&ion, corralatlon, . and discrimination abitlty. Study l3 v+a Conductad to determlna the 
possible contribution of CUBAClinicpl WA for assessing I%&’ of osteo@3mtte fracture in the 
elderly. Results for &dies A and B are described here. Rasults of three additional studks 
conducted at two sites in the Unltad Kingdom which demonstrate the dlagnostlc performan~ 
of the CUBAClinical and how lt com&iaras with DEXA BkKl am p:ovlded In Appendix 1 to this 
Manual. 
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( , 
STUDY A: Fosamax PrdaGol349 

Thts study wa8 ccnducted at two c(Lr~lcal t&es in the United States to determine if measuring 
skeletal St&us at the calcanaus ib & useful technique for diagnosis of asteoporasis and 
evaluated the CUBAClinioal and four other calcensal bono assessment instruments for 
precision. correlation, and discrimination ability. The study enrolled B total of 161 Caucasian 
women: 53 ware “yuun~ normal’ women between the ages & 20 and 35--(mean age: 30.2); 
and 52 were osteoporotic wqmen with no history of fradure: and 58 were osteoporotlc 
women without a Mstocy of fracture. The 106 08teoporotic women were sll between the age 
of 55 and 92 (mean age: 72.5). $ubjects were consldored to be o8teoporotic if they had a 
femoral neck or trcchanter E3MCJ Tscore of -2.5 or lower. CUBAClinical BUA measurements 
were performti on the 8ubjecIs using the CUBACii&a1 a$ well as DEXA and SEXA of fho 
caicaneus, hip, and. spine. R addition, measurements were performed using three’athar 
wlceneal ultrasound devices, but the.se devices were not included in the analysis presented 
in the PMA. Complete te8&8 for all devices tested are provided in a report publlshed by 
Greenspan, et al (1897). ‘: ::. 

Femoral neck and trochanrer E3MD T-Scores using device-specific reference populations 
were used to ~usllfy subjects for enrollment in the ostabporotic cohotts. T-Scores for ail 
instruments for all other analyses we@ detetmlned using the yourlg normal subjects, thereby 
providing a common reference population. 

Peerson’s product moment correlation coefficients were determicted for age and 
CUSACiinlcal BUA measurements and for the DEXA and SEXA devices. For ail study 
subJeds, the correlation between 8ubjeot age and the instrurkI%It measurements ranged from 
-0.077 (BMD @caneus) to -0.836 (BMD femoral neck). The correlation coeffident for 
CUBAClinical WA &as appmximately in the middle of this fange at -0.743. 

The correlation of the CUBACHnicai BUA T-scores to the T-scores for the BMD 
measurements we(‘e determined. Paarson’s wrtelation coefflctents for WA versus each of 
the DEXA and S@A devices ranged from Cl.096 (EUA veix~s DEXA of the troch,anter) to 
0.821 (WA versus DE%A of the calcarteus). Correlations among the different SMD 
measurements ranged from 0.72s (DEXA celcaneus vefsus DEW+ femotrtl neck) to 0.908 
(DES34 calconeus versus SEXA calc8neus). 

T-8cores for fracture and non-frscture Fhorts are gtven In Table 1 for CUBAClinicel WA 
measuf8ments. Du(A mea8ufemenf8, and SEXA measurement8 at different anatomIcal 
&es. ’ Fcr ail of the devices gtudied, Ihe mean T-scores for the fracture groups were 
signlficatiiy lower than the mean T-scores for the non-fracture group8 (pq.02). Duncan’s 
Multiple Range Test was used to compare the mean T-scores for the CUBAGlinical BUA and 
the SEXA and DEZXA moasurumsnt8 for all osteopotilc subjeds. This test found that the 
mean T-score for CUBACllrWil BUA was not slgnitlo8ntly diffarent from the mean SMD T- 
scores for DEXA caicaneus and REXA trochantar. EMD T-scores for DE%A femoral neck 
and SEXA calceneus wecB else not signlflcantly different. . . 
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Table 1. Summary of T-Scores for Study A Osteoporotic Subjects 

CUBAClinical BUA Mean -1.77 -2.24 -2.02 

SD 0.837 0.859 -0.877 

OsteoAnalyzer (8MC) Mean -1.99 -2.62 -2.32 

(SEXA calcaneus) SD 1.015 1.186 1.148 

QDR-1500/2000 @MD) Mean -1.76 -2.305 -2.05 

(DEXA calcaneus) SD 1.141 1.219 1.208 

QDR-1500/2000 (BMD) Mean -1.71 -2.13 -1.93 

(DEXA trochanter) SD ‘-“’ 0.698 0.810 0.783 

QDR-1500/2000 (BMD) Mean -2.30 -2.54 -2.43 

(DEXA femoral neck) SD 0.413 0.592 0.527 

The ability of CUBAClinical BUA, Du(A calcaneus BMD, and SEXA calcaneus 8MD to 
discriminate between osteoporotic and non-osteoporotic controls was assessed for T-score 
thresholds of -2.5 and -2.0. For a T-score threshold of -2.5, the proportion of subjects 
classified as osteoporotic by CUBAClinical 8UA was 31 percent. This compares to 39 
percent and 47 percent for DEXA calcaneus and SEXA calcaneus, respectively. For a T- 
soore threshold of -2.0, the number of subjects correctly classified as osteoporotic ranged 
from 53 to 69 percent, with CUBAClinical 8UA at 58 percent. 

Receiver-Operator Characteristic (ROC) curves were generated to determine the ability of 
CUBAClinical BUA and DEXA and SEXA of the calcaneus to discriminate osteoporotic 
subjects from the young normal control group. In addition, ROCs and the areas under the 
ROC curves were generated to discriminate between osteoporotic subjects with fractures 
from those without fractures. The area under an ROC curve provides a figure of merit for 
comparing one curve to another. The AUC must be greater than 0.5 if the diagnostic ability 
is better than chance. A summary of the AUCs obtained for the three instruments is 
provided in Table 2. 
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Table 2. Areas Under the ROC Curves for Study A 

QDR 1500/2000 (DEXA trochanter) 0.93 (0.89,0.97) 0.65 (0.52, 0.75) 

QDR 1500/2000 (DEXA femoral neck) 0.98 (0.96, 1.00) 0.60 (0.48, 0.72) 

To further compare the “%iscriminatory ability of CUBAClinical 8UA to the X-ray 
absorptiometry Instruments, the sensitivity and specificity of each instrument was determined 
for T-score thresholds of -1.5, -2.0, and -2.5. The results, summarized in Table 3, indicate 
that the sensitivity and specificity of CUBAClinical 8UA is qomparable to that of SEXA of the 
calcaneus and DEXA of the calcaneus. 

Table 3. Comparison of Sensitivity and Specificity of Calcaneal Instruments in Study A 

-2.0 58 96 

-2.5 31 100 

QDR-1500/2000 -1.5 69 92 

(DEXA calcaneus) -2.0 54 98 

-2.5 36 98 

OsteoAnalyzer -1.5 77 94 

(SEXA calcaneus) -2.0 67 96 

STUDY B: Netherlands Study of Fracture Risk 

This prospective longitudinal study was conducted to determine the possible contribution of 
CUBAClinical 8UA for assessing risk of osteoporotic fracture in the elderly. The study was 
conducted at the Institute of Research in Extramural Medicine, Academic Hospital, Vtije 
University, Amsterdam, The Netherlands. Dr. S.M.F. Pluijm was the Principle Investigator. 
A total of 710 Caucasian subjects between the ages of 70 and 99 were enrolled in the study, 
of whom 578 were women and 132 were men. Subjects were excluded if they were unable 
to give informed consent, had a history of calcaneal fracture, were confined to bed, or used a 
wheelchair. 
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CUBAClinical measurements were performed at time of enrollment. Subjects were , 
contacted every six months by telephone or self-administered mail questionnaire to 
determine if they had a fall or fracture during the previous month. Fractures were verified 
with the subject’s primary physician. During the time of the study, 168 subjects died and 5 
were lost to follow-up. The study accumulated 1844 person-years of follow-up (median: 2.8 
years, maximum: 3.7 years). 

During the period of follow-up, 77 of the subjects (73 females and 4 males) sustained a total 
of 96 fractures (31 hip and 65 other non-spinal fractures): Table 4 compares the baseline 
CUBAClinical 8UA measurement for the 77 subjects with fractures and the subjects without 
fractures. The differences in 8UA between the fracture and non-fracture groups were 
statistically significant for both men and women. 

Table 4. Summary of Baseline CUBAClinical BUA Measurements 
by FraFure Status and Sex for Study 8 

Female n=73 n=503 0.010 
Mean (SD) 51.27 (15.88) 56.92 (17.52) 
Male n=4 n=128 0.194 
Mean (SD) 66.81 (18.56) 81.05 (21.57) 
Combined n=77 n=831 co.001 
Mean (SD) 52.08 (16.18) 61.81 (20.80) 

Significance level for paired t-test comparing mean for fracture versus non-fracture subjects. 
C. 

Relative hazard ratios were determined using Cox proportional hazard regression and are 
reported here with 95 percent confidence intervals. The relative hazard ratio of hip fracture, 
other non-spinal fracture, and any non-spinal fracture for one standard deviation decrease in 
CUBAClinical BUA is summarized by subject sex and for all subjects in Table 5. An 
increased relative hazard ratio is indicated by a relative risk of greater than 1 .O. As shown in 
Table 5, the relative hazard ratio for CUBAClinical 8UA is greater than 1 .O for hip fractures 
and any fracture in female subjects. The lower 95 percent confidence interval is less than 1 .O 
for other non-spinal fractures, and for all fracture endpoints in the male population. 

_- .* 

Table 5. Relative Risk of Hip, Other Non-Spinal, and Any Non-Spinal Fracture 
for CUBAClinical 8UA for Study 8 

Males 8UA 2.68 0.79 - 9.06 2.71 0.24 - 30.71 2.68 0.79 - 9.06 

Overall 8UA 2.34 1.46 - 3.75 1.62 1.18 - 2.22 1.83 1.39 - 2.42 
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The CUBACHnloat ftwasuy WA of the heel, These few&s am used by the physIcJan to 
assess skeletal status in “‘the evaluation of patie& et risk of o&eqxxosls end other 
metabolic bone cotidltfons and / ot patients who may hew reduced b&w den&y ‘due to 
medical conditions tMrectly affect&rig bone mlneral metabolism, medications pwwcibed for 
other conditions, treitable or.genetld factors, lIfestyle factors, OF other rwSof~~. WA mey be 
used by the physician along wfth other dlnical factors In’the dtagnosls of osteuporosis and 
other caMiiions leading to reduced bone denslty. . . . 

When svaJuatMg. indlvidusl patients; all relevant risk factors should be consIdered. (Prtwlous 
fractures, frame size, stioking, age etc.) 

A Patient Infoumatlbn Package Is &aIlatale fmm your CU&AClirGoal supplier. This bo&t 
pruvides an intro&&ion to tha dondltlon of osteopomsf~, the o.wse, treatment, and 
prevention and also expiains the CUiBAClfnlcal measurement..and repcitt. 

Confomanee’to Standaed 

There are no known adverse effec& of this devke on health. The ultrasound power levek 
used by the C~BAGlinkai are lower than standard imaging ultrasound devices whkh are 
widely used and swepted. 
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1.11 What is Supplied 

The CUBAClinical shipping package includes the following : 

l One CUBAClinical Unit 
l One Padded carrying bag for the CUBAClinical unit 
l One Serial Cable _ 

l One Power Cable (the type supplied will be appropriate to the country of destination) 
l One User’s Manual 
l One QA Phantom 
l One Padded carrying bag for the Phantom 

l CUBA PM+ V4 software Installation disk/s 
l One bottle of ultrasound gel 
l Two inserts (for correctly positioning the patient’s foot) 

I.12 

9.13 What the CbBAClinical Measures 

Quantitative Ultrasound (QUS) as a Tool for the Assessment of - 
Bone Status . ;; 

In the medical field, ultrasound is commonly used to obtain adimensional soft tissue images. 
However, it may also be used to-characterize the physical properties of cancellous 
(trabecular) bone. 

Quantitative Ultrasound (QUS) possess advantages over the traditional techniques 
(radiographs, x-ray absorptiometry, computed tomography) for assessment of bone mass. 
QUS is quick, non-ionizingand low cost and it provides information relating to characteristics 
of bone (structure, elasticity) in addition to density, that are important in the determination of 
fracture risk. 

Cancellous bone is eight times more metabolically active than cortical bone and age and 
disease related bone loss are more readily apparent at sites where there is a high 
percentage of this type of bone. The calcaneus (heel) is a bone that is 75 - 90% cancellous. 
There is little soft tissue surrounding the bone making it an excellent site for QUS 
measurement and hence the determination of a patients risk of fracture. 

_- I’ 
QUS measurements obtained using the CUBAClinical are compared to a normative 
database and expressed in terms of % score, ?!” score, and % expected (age matched). 
The T-Score and Z-Score values are also displayed graphically for quick-and easy 
interpretation. 

The CUBAClinical measures two parameters, BUA (Broadband Ultrasound Attenuation) for 
clinical measurements and additionally VOS (Velocity of Sound) which is used in the QA 
test. 
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The more complex the structure of the bone, the more the sound wave will be blocked. 
Therefore, normal bone has a higher attenuation (BUA) than osteoporotic bone. Likewise 
the greater the connectivity of tissue, the faster the sound wave will pass through it. As bone 
becomes osteoporotic the architecture diminishes and the speed of the sound wave slows 
down. 

BUA Is compared to results obtained from a normative population and expressed graphically 
and in the following terms by % expected for the subjects age group, Z-Score, and T-Score. 

1.14 CUBAClinical System Overview 

1.15 Ultrasound Mea&rement Using the CUBAClinical 

. 

The CUBAClinical is a portable ultrasound device that measures BUA of the calcaneus. 
These data are compared to a reference value in order to assess the bone status of the 
patient relative to race, age and gender. Reference values for Caucasian women are 
supplied with the System. .‘y” 

The measurement is taken with the patient seated. Their foot is positioned by use of an’ 
anatomical insert (based on foot length) and the foot and leg are secured by the use of two 
straps. The transducers are brought into contact with each side of the calcaneus, and 
acoustic coupling is achieved by the use of silicone pads and ultrasound gel. The silicone 
pads are permanently attached to the transducers and the ultrasound gel is applied prior to 
each patient measurement. A sound wave is passed through the heel taking only a few 
minutes to provide the patient with an indi&&n of their fracture risk status. 

The patient will be unaware of the measurement process as the sound waves produced by 
the CUBAClinical are outside the range of human tissue sensation. 

A high frequency (non audible) sound wave is passed from one transducer (the transmitter) 
through the heel to another transducer (the receiver). Acoustic coupling is achieved by the 
use of silicone pads and ultrasound gel. The parameter measured by the receive transducer 
is the attenuation of the received signal (BUA). 

Bloaqband Ultrasound Attenuation 
Attenuation e 

Healthy Bone 

110 dB/MHz 

& z)st;rotic Bone 

Frequency 
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The attenuation of ultrasound (dB) at a particular frequency (MHz) is defined as the ratio of 
signal amplitude (volts) for a reference material and the measured bone. There is a linear 
relationship between attenuation and frequency for cancellous bone between 0.2 MHz and 
0.6 MHz to which a regression is applied, yielding the BUA index of units dB/MHz-1. The 
reference trace (a measurement through de-gassed water) is performed in the factory and 
stored within the CUBAClinical. The range of BUA observed with the CUBAClinical in a 
typical population is approximately 23 to 124 dB/MHz with young healthy subjects having a 
higher BUA than older osteoporotic subjects. _ 

Relationship between CUBAClinical Results and Risk of 
Fracture - 

Prospective clinical studies have demonstrated that subjects with low BMD are at higher risk 
of fracture. The risk of fracture increases exponentially with decreasing BMD. For example, 
for Hip fracture, it has been.aemonstrated that with a 1 SD decrease in hip BMD there is a 
two to three fold increase in the risk of hip fracture. (A two fold increase is offen reported as 
a relative risk of 2). 

It has also been demonstrated that a similar relationship exists between heel ultrasound and 
hip fracture with approximately a two fold increase in the risk of fracture per 1 standard 
deviation (SD) decrease in BUA. 

A recent prospective study using the CUBAClinical confirmed previous findings. A decrease 
of one SD in BUA was associated with more than a two-fold increase (2.3 RR) in hip fracture 
and a 60% (RR 1.6) increase in the risk of any fracture. 

In summary, prospective studies have demonstrated the strong exponential relationship 
between heel ultrasound and x-ray results, and the ability of the CUBAClinical to predict the 
risk of future fracture. 
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